Palacos bone cement was introduced in the early 1970s, is widely used, and has a reported 10-year implant survival rate between 92.6% and 98.8%, when used in hip arthroplasties (Junnila et al. 2016) , and may be considered a gold standard bone cement (van der Voort et al. 2015 , Junnila et al. 2016 ). Hi-Fatigue G bone cement is a newer third-generation bone cement, with a low initial viscosity but without long-term follow-up data.
Both Hi-Fatigue G and Palacos R+G bone cements surpass international standards for stability tests according to ISO 5833:2002 (ISO 2002 . They both contain gentamicin sulphate (Hi-Fatigue G 0.55/40 g, Palacos 0.8/40 g) and are sterilized using ethylene oxide. The radiopaque medium for both cements is zirconium dioxide, but the concentration is lower in Hi-Fatigue G (12 %) compared with Palacos (17 %), which acts positively for the mechanical stability of HiFatigue G bone cement (Arora et al. 2013) . Compared with Palacos R+G, Hi-Fatigue G bone cement has a lower initial viscosity that allow for good cement-to-bone penetration, interface strength, and a better fatigue life, minimizing the risk of cement failure (Rey et al. 1987 , Stone et al. 1996 , Race et al. 2006 , Tanner 2008 . These features may lead to better implant fixation with Hi-Fatigue G bone cement compared with Palacos R+G.
RSA can be used to measure implant migration with respect to tantalum markers in the surrounding bone as part of a phased introduction (Nelissen et al. 2011) . Stem subsidence and retroversion have been shown to be good predictors of implant survival and this has further been used and suggested as a standard in the evaluation of new bone cements (Karrholm et al. 1994 , Hauptfleisch et al. 2006 . We hypothesized less subsidence of polished femoral stems fixed with Hi-Fatigue G bone cement compared with polished femoral stems fixed with Palacos bone cement.
Background and purpose -Long-term fixation of cemented femoral stems relies on several factors including cement adhesion and fatigue. Hi-Fatigue is a newer thirdgeneration bone cement with low-viscosity properties at room temperature, good mechanical strength, and stable bone-cement interface in a laboratory testing environment. Palacos bone cement has excellent 10-year survival and is considered gold standard. We compared stem subsidence after fixation with Hi-Fatigue and Palacos bone cements using radiostereometry.
Patients and methods -In a patient-blinded randomized controlled trial, 52 patients (30 women) at mean age 76 years (71-87) with osteoarthrosis and no osteoporosis received Hi-Fatigue G or Palacos R+G cement fixation of collarless, polished, double-tapered stems (CPT). Tantalum beads were inserted in the periprosthetic bone. Supine stereoradiographs were obtained postoperatively, 3 months, 6 months, 1 year, and 2 years after surgery. Oxford Hip Score (OHS) and VAS pain were recorded preoperatively and 1 and 2 years after surgery. Cement working times and properties were registered.
Results -At 2 years, mean stem subsidence of 1.12 mm (95% CI 0.96-1.29) for Hi-Fatigue and 1.19 mm (CI 1.03-1.34) for Palacos was similar. Likewise, stem version was comparable between cement groups. Mean OHS and VAS pain were similar between cement groups.
Cement working times were similar between cement groups, but the mean curing time was longer for Hi-Fatigue (13.7 min) than for Palacos (11.6 min).
Interpretation -We found similar and generally low migration of CPT femoral stems inserted with Hi-Fatigue and Palacos bone cement until 2 years' follow-up, which indicates a good long-term survival of polished taper femoral stems inserted with both cement types.
Patients and methods
The study design was a patient-blinded, randomized, controlled study.
Between November 2010 and March 2014, 52 patients (30 women) with a mean age of 76 years (71-87) were included in the study (Figure 1) . The criteria for inclusion were primary osteoarthritis, age 71 years and above, preoperative T-score above -2.5 (meaning no osteoporosis), and informed consent. The exclusion criteria were neuromuscular and vascular disease, former proximal femoral fracture, osteonecrosis of the femoral head, pharmacological (NSAID, estrogens, cortisone), metabolic bone disease, senile dementia, alcohol or drug abuse, major psychiatric disease, metastatic cancer/radiation or chemotherapy, poor dental status (infection risk), spine disease, or severe systemic disease (i.e. hemiparesis or Parkinson's disease). Sample size calculation indicated 24 patients per group based on a clinically relevant difference in subsidence of 0.33 mm (SD 0.39) with a power of 90% and alpha set to 0.05 (Karrholm et al. 1994 . To balance postoperative dropout, we aimed for 25 patients per group. To compensate for dropouts during the inclusion period of the study we included an additional 2 patients.
Randomization was done within 6 blocks of 10 patients (5 CPT stems fixed with Hi-Fatigue G bone cement, and 5 CPT stems fixed with Palacos R+G bone cement) by drawing concealed labels from sequentially numbered closed envelopes. Randomization was done in theater. The surgeon was not blinded to the type of cement used. 27 patients received stem fixation by Hi-Fatigue G bone cement (Zimmer Biomet) and 25 patients received stem fixation by Palacos R+G bone cement (Heraeus).
The components used were the collarless, polished, doubletapered CPT (12-14 conus Cr-Co) femoral stem (Zimmer Biomet), which has shown excellent long-term results (DHR 2016) , the cementless Trilogy Fiber-Mesh Cup (Zimmer Biomet) with optional screw fixation and a highly crosslinked Longevity polyethylene liner (Zimmer Biomet). Femoral heads were CoCr size 36 mm.
The cement was stored in the theater at 20° C (18.3-21.5) and at 44% humidity (17-78) for at least 24 hours before surgeries, and in similar general storage conditions with temperature 20° C (17.5-21.4) and at 48% humidity (24-78) with some seasonal variation. Both types of bone cement were vacuum mixed with the closed MixiGun system (Zimmer Biomet). The cement curing time was monitored using a digital timer with 1-second resolution. Nurses and surgeons also evaluated the consistency and user friendliness of each bone cement type on a numeric scale from 1 to 9.
All procedures were performed by 6 experienced hip surgeons. A preoperative plan was made using standardized digital radiographs with a 30 mm metal ball marker, at the level of the greater trochanter, and the AGFA OT3000 digital templating software [AGFA, Vancouver] , for optimal correction of lateral and vertical offsets, and optimal postoperative leg length. A posterolateral approach was used. During surgery 1-mm tantalum beads were inserted into the peri-prosthetic femoral bone (lesser and greater trochanter). Peroperative leg length and stability was assessed before and after implantation using trial components (the femoral rasp, and trial heads). All patients received prophylactic antibiotics: intravenous cefuroxime 1.5 g preoperatively and 1.5 g 3 times in the postoperative 24 hours, and thrombo-prophylactic treatment: subcutaneous Arixtra (fondaparinux) 2.5 mg/day or Innohep (tinzaparin) 4,500 anti-Xa IE/day postoperatively until discharge.
Postoperatively the patient was mobilized with full weightbearing and walking aids as needed, using a "fast track" protocol.
Pre-and postoperative characteristics of the study population (Table 1) Patients assessed for study participation and follow-up of randomized participants are shown in the CONSORT flowchart ( Figure 1 ). 1 patient was excluded during surgery because the MixiGun jammed twice during application of cement, due to a human error. At 2 years' follow-up, there have been no revisions due to aseptic implant loosening. 1 patient suffered a traumatic periprosthetic fracture 18 months after operation and received revision of the stem and osteosynthesis of the fracture. 2 patients suffered hip dislocation within the first 3 months, 1 of these combined with avulsion of the greater trochanter. Another patient had avulsion of the greater trochanter post-surgery without known trauma. Both avulsions were treated nonoperatively. There was 1 periprosthetic infection 1 month postoperatively treated with soft tissue debridement and change of acetabular liner and metal head. This patient had a full recovery but died of causes unrelated to the periprosthetic infection 2 months before 2-year follow-up. The clinical scores (OHS and VAS pain) were similar at 1-year follow-up and 2-year follow-up between groups (Figure 2) . At 2-year follow-up, VAS pain and OHS correlated neither with subsidence (rho < 0.2) nor with retroversion (rho < 0.01) ( Table 2 , see Supplementary data). Primary outcome measure: RSA A standard RSA setup of 2 synchronized ceiling-fixed roentgen tubes (Arco-Ceil/Medira; Santax Medico, Aarhus, Denmark) angled toward each other at 40° were used. All radiographs were fully digital (Fuji CR, image size 35 x 43) and were stored in DICOM file format without compression. During this study the RSA equipment was replaced with a newer direct digital dedicated stereo X-ray system, AdoraRSA suite (NRT, Aarhus, Denmark) with CXDI-70C detectors (Canon, Tokyo, Japan). The configuration remained: 2 ceiling-mounted X-ray tubes at 40 degrees angle. We used a uniplanar carbon calibration box (Box 24, Medis Specials, Leiden, Netherlands). Patients had loaded full weight on the hip prosthesis before radiostereometric examinations, which were recorded with the patient supine. Model-Based RSA 3.34 (RSAcore, Leiden, the Netherlands) was used for RSA analysis using EGS-models (Kaptein et al. 2006) . The upper limit for mean rigid body fitting error (RBE), which is the stability limit for markers used in the analysis, was per default 0.5 mm in the software. The mean rigid body error of the bone markers was 0.19 ). The mean condition number (dispersion of the bone markers in the femur) was 39 (CI 31-46). The difference in matching of the EGS hip-stem model to the CPT stem (model pose estimation) in the stereoradiographs was mean 0.10 mm (CI 0.01-0.11).
Double examination stereoradiographs were obtained for all patients to document the clinical precision (Valstar et al. 2005) . The double examination stereoradiographs were performed with complete repositioning of the patient and the radiographic equipment between examinations. The postoperative stereoradiograph was used as the reference in the migration analysis of the double examinations, and the expected difference in displacement between the 2 calculations represents the systematic error of the RSA system (bias) and should be zero.
Based on clinical double examination stereoradiographs the precision of RSA expressed as the coefficient of repeatability (CR) was approximately 0.2 mm for translations including TT and 0.3 mm for translation on the z-axis, less than 1° for rotation about the X and Z axes, and-as expected-less precise for rotation about the Y-axis 2.1° (Table 3 , see Supplementary data). 1 patient was excluded based on inadequate marker configuration with a high condition number. Another 3 patients had condition numbers between 150 and 250, which was above the suggested 150 upper limit, but the configuration of the marker models was visually good (not linear) and acceptable and RSA data were included in the study (Valstar et al. 2005 , ISO 2013 .
Evaluation of femoral stem migration by radiostereometric analysis was performed at 3 months, 6 months, 1 year, and 2 years with postoperative stereoradiographs as baseline.
Secondary outcome measures
Radiographic evaluation of the cementing was performed by one blinded assessor (PBJ). Cement distribution was evaluated on the postoperative AP and Axial radiographs as either "excellent" (A), "Slight radiolucency at the cement-bone interface" (B), "Radiolucency involving 50-99% of the cement-bone interface" (C) and "Radiolucency in 100% of the cement-bone interface in any projection or failure to fil the canal such that the tip was not covered" (D), as proposed by Barrack et al. (1992) .
Patient-reported outcome measures consisted of pain measured during rest and activity on a Visual Analogue Scale (VAS) from 0 to 10 (10 being the worst), and Oxford Hip Score (OHS) was between 0 and 48 (0 being worst) (Paulsen et al. 2012) . VAS pain and OHS score were evaluated before operation and at 1 and 2 years after operation.
Statistics
All continuous variables were evaluated for normality using qqplots. The groups were then compared using Student's t-test or non-parametric tests (Mann-Whitney U-test and Spearman's rank correlation coefficient), as appropriate. The primary RSA endpoint was y-translation (subsidence). The secondary RSA endpoints were the remaining individual migrations along and rotations about the single axes, the summed migration in terms of total translation (TT = sqrt(Tx 2 +Ty 2 + Tz 2 )), total rotation (TR = sqrt(Rx 2 + Ry 2 + Rz 2 )) and Maximum Total Point Motion (MTPM) (Selvik 1989 , Valstar et al. 2005 , and the clinical data. For OHS and pain scores, we present mean values and 95% confidence intervals (CI) for comparison with the literature. Statistical significance was assumed at p < 0.05. Lost to follow-up at 5 years (n = 2): -died between 1 and 2 years, 1 -declined to attend 2-year follow-up, 2
Analyzed at endpoint (n = 24)
Excluded from analysis (n = 
Results

Primary outcome
Subsidence was greater than the detection limit (0.16 mm) for all patients but not statistically significantly different for CTP stems fixed with Hi-Fatigue G bone cement and Palacos R+G bone cement respectively after both 1 year (p = 0.2) and 2 years (p = 0.7) (Figure 3 , Tables 3 and 4 , see Supplementary data). The estimated 2-year difference of 0.06 mm (CI -0.17 to 0.3) in subsidence between the groups excludes the clinically relevant difference of 0.33 mm. Therefore, we find the subsidence in both groups to be similar. Likewise, all other signed translations and rotations and summed migration measures (TT, TR, MTPM) were similar between cement groups (Table 4 , see Supplementary data, Figure 4 ).
At 1-year follow-up 7 patients (all Palacos R+G) surpassed the subsidence threshold of 1.2 mm, which Karrholm et al. (1994) showed to give a 50% risk of later revision in anatomic stems. At 2-year follow-up, a total of 14 patients (7 Palacos R+G) exceeded the subsidence threshold of 1.2 mm, but all had low pain scores (mean 0.8, CI 0.1-1.5) and good Oxford Hip Score (mean 45, CI 42-47).
Secondary outcomes
Both Hi-Fatigue G and Palacos R+G showed good cement distribution (whiteout), but Palacos R+G was more often classified with slight radiolucency (n = 10) than Hi-Fatigue G (n = 1). There were no differences in stem position in the 2 groups (Table 5 , see Supplementary data).
The surgical time (n = 51) was on average 85 minutes (50-150). 1 operation took a particularly long time because some equipment was contaminated and needed sterilization during the surgery, but this was not related to use of the bone cement. There were no statistically significant differences in working times for mixing and waiting for readiness to use of the bone cements (p > 0.4). Mean time of stem insertion was 16 seconds shorter for Palacos R+G (3:49) than for Hi-Fatigue G (4:05) and the mean time until total curing was 2:08 minutes longer for Hi-Fatigue G (13:46) than for Palacos R+G bone cement (11:35) ( Table 6 , see Supplementary data). The final curing time of Hi-Fatigue G correlated with the theater temperature and storing temperature (Table 7 , see Supplementary data). No other correlations were found between mixing time, time to apply cement and stem, or total curing time and storage temperature or temperature in the theater in either of the 2 bone cements (rho < 0.24, p > 0.3). 
Discussion
The key finding of this study was similar 2-year stem subsidence and clinical results in patients operated with a collarless polished double-tapered femoral stem that was fixed with either the newer Hi-Fatigue G bone cement or Palacos R+G bone cement.
Migration
The primary outcome of this study registered with ClinicalTrials.gov was femoral component migration in broader terms. Until now, no migration direction or pattern has been identified to clearly predict later loosening of CPT stems. However, subsidence of CPT stems has been associated with inferior cementing quality (Yates et al. 2008 ) and was therefore chosen in our study as the primary effect parameter. Using a single migration measure as the primary outcome also limited the risk of multiplicity testing issues. Some subsidence is expected with the collarless polished double-tapered design, unlike the shape-closed stem designs. However, progressive and excessive migration is considered to be a proxy measure for later aseptic loosening (Nieuwenhuijse et al. 2012 ). In our study both bone cements provided acceptable stem fixation and the migration measures were comparable to similar RSA studies of cemented, collarless, polished, tapered femoral stems. In both cement groups the mean subsidence was more than the reported threshold of 0.33 mm (mean 0.82, CI 0.72-0.92) at 6 months, but at 2-year follow-up subsidence was less than reported threshold values that are predictive of later revision of cemented shape-closed stems (Lubinius SP1) (Karrholm et al. 1994) .
The subsidence in both groups was less than 1.03 mm at 1-year follow-up, which is in accordance with other findings of 0.8 mm subsidence with the CPT stem in the first year (Yates et al. 2008) . At 2-year follow-up both cement groups had subsided less than 1.2 mm. This is similar to 2-year findings of 1.36 mm of the C-stem (DePuy) (von Schewelov et al. 2014 ) and 1.42 mm and 0.92 mm of the Exeter stem (Stryker) (Nieuwenhuijse et al. 2012 , Murray et al. 2013 . These studies found no late revisions after 10 years. In Nordic countries the CPT stem was used in 6,222 THAs (5,630 with Palacos) from 1995 to 2013. These patients (mean age 73) had a 98.7% 10-year implant survivorship with aseptic loosening as endpoint (Junnila et al. 2016) .
For both cement groups in our study, stem retroversion was below 1.8 degrees at 2-year follow-up, which is in accordance with reported retroversion of other similar polished stem types, such as findings of 1.42 degrees retroversion for the Exeter stem (Stryker) (Nieuwenhuijse et al. 2012 ), 1.6 degrees retroversion of the C-stem (DePuy) (von Schewelov et al. 2014 ) and 1.58 degrees for C-stem and 1.43 degrees for Exeter stem (Flatoy et al. 2015) at 2 years' follow-up.
Clinical evaluation
The clinical evaluation of the slow-curing Hi-Fatigue G bone cement revealed that curing time for Hi-Fatigue G was more than 2 minutes longer as compared with Palacos R+G bone cement. This may seem like a short time, but it is in fact a longer waiting time, where the surgeon needs to apply manual pressure support on the femoral stem in the bone cement during cement curing.
Our patients reached a mean OHS score slightly better than the Danish background population-based OHS score of 40 and better than the threshold (OHS = 40) correspondent to acceptable symptoms after THR (Paulsen et al. 2012 , Keurentjes et al. 2014 .
Cement curing
The mixing time and waiting phase in our Palacos R+G group correspond to the in-vitro findings of Dall et al. (2007) who presented mixing time of 50 seconds and waiting phase of 55 seconds. The working phase of 383 seconds and setting time of 76 seconds in the Dall study is, however, a bit lower compared with our in-vivo findings, and could be explained by a higher storage temperature in the Dall study resulting in shorter working time (Kuehn et al. 2005 ). In our study, the relatively low theater temperature combined with good correlation between storing/theater temperature curing time for HiFatigue G can also explain why Hi-Fatigue G exhibits longer curing time than Palacos R+G.
Slow-curing Hi-Fatigue G bone cement shows better fatigue test in comparison with Palacos R+G bone cement (Tanner 2008) . This factor may be important for long-term survival of cemented implants, and short-term (2 years) follow-up RSA in this study revealed only small translations and rotation of CPT stems inserted with Hi-Fatigue G bone cement, which gives positive expectations for long-term survival (Olerud et al. 2014 , Meinardi et al. 2016 ).
Strengths and weaknesses
The generalizability of the study results translates into elderly (> 70 years) non-osteoporotic hip osteoarthritis patients treated with cemented CPT femoral stem. Yet cemented femoral stems are typically used in older more fragile and often osteoporotic patients, i.e. in the treatment of displaced intracapsular femoral neck fracture by hemiarthroplasty or total hip arthroplasty. Another limitation in this study is a high number of exclusions and non-consenters. The typical reason for declining to participate in the study was poor health and inability to show for several follow-ups, and potentially there is a selection bias towards more fit and mobile elderly patients in the study compared with the typical elderly THA patient.
We expected less stem subsidence with slow-curing HiFatigue G cement because of better bone penetration. However, we found no difference in stem subsidence between cement groups in this study. We did not put markers in the bone cement, and thus we do not know if the measured subsid-ence took place in the stem-mantle zone or the bone cement junction (Stefansdottir et al. 2004 ).
In conclusion, this study showed equivalent femoral stem subsidence with Hi-Fatigue G as compared with Palacos R+G bone cement until 2 years' follow-up. We found 2 minutes longer curing time for Hi-Fatigue G compared with Palacos R+G bone cement. Migrations were similar to other studies of cemented polished stems, and clinical outcomes were above the threshold for acceptable symptoms after THR. Based on this study we expect similar long-term results for fixation of the CPT stem with Hi-Fatigue G and Palacos R+G bone cements. Tables 2-7 PBJ and MS wrote the manuscript and performed the statistical analyses. ML, KS and MS contributed to planning, interpretation of data, and critical review of the manuscript.
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